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Abstract 

Flow-diverting stents can help treat complex and wide-necked cerebral aneurysms. The aim of the study was to eval- 
uate initial experiences related to the safety and effectiveness of eight aneurysms treated with a new dual layer cov- 
erage designed flow-diverter device. In 2012 Fred flow-diverter devices were used to treat 8 unruptured wide neck 
(dome-neck ratio < 1.5) and sidewall aneurysms in 6 patients. All aneurysms were located in the anterior circulation 
on the internal carotid artery (ICA). In 4 larger aneurysms (> 10 mm) one 3D coil in association with Fred was used to 
reduce potential incidence of postoperative subarachnoid haemorrhage (SAH). Dual antiplatelet therapy was admin- 
istered before the procedure and continued for 3 months after it. Clinical parameters, aneurysm features and 3-month 
follow-up angiograms are presented. All 6 patients with 8 aneurysms were successfully stented with the Fred flow- 
diverter device and were discharged in generally good condition on dual-antiplatelet therapy. No complications were 
related to the procedure. In 5 cases digital subtraction angiography (D5A) control examination was performed after 
3 months, showing complete occlusion of the aneurysms with patency of the parent artery. In 1 case thrombosis of 
the Fred occurred but without any clinical consequences because of cross-flow from the other side. Use of the Fred 
flow-diverter device was efficacious in all 8 treated cerebral aneurysms. The system seems to be promising as a flow 
diverter with certain characteristics, which allow for easy delivery and implantation. Further clinical evaluation with 
a larger group of patients is needed. 
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Introduction 

Recently flow diverters became very important 
tools in the treatment of intracranial aneurysms, with 
acceptable rates of aneurysm occlusion, morbidity, and 
mortality [1-15]. These devices continue to strengthen 
their position through reconstruction of the vessel 
walls in the treatment of complex brain aneurysms 
[1-15]. A large number of them were implanted in pa- 
tients; however, occlusion, recanalization and compli- 



cation rates have not been fully understood in detail so 
far [16]. New devices with different structure appear on 
the market; therefore understanding of safety and effi- 
cacy profiles associated with new flow diverters in 
treatment of intracranial aneurysms should be taken 
into special consideration. 

We report the first case series of patients treated 
with a new dual working layer flow-diverter system 
that is a self-expanding, single wire braid, compliant 
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closed-cell design, more pliable compared to the cur- 
rently used generation of flow diverters (Photo 1). 

Case report 

All 6 patients were recruited from the neuro- 
surgery department of the regional medical universi- 
ty. They signed consent to participate in this new 
device series study which was approved by the local 
ethic committee. The Fred device has a European 
Union certificate. All procedures were discussed at 
the meeting between the neurointerventional radiol- 
ogist and neurosurgeons. 

The entry criteria included unruptured wide- 
necked internal carotid aneurysms. Exclusion criteria 
included presence of haemodynamically significant 
atherosclerotic lesions in the carotid artery at the 
same side, intolerance to heparin or resistance to 
anti-platelet therapy, coagulopathies, and abnormal 
platelet count. Initial evaluation of the aneurysm was 
based on computed tomography (CT) angiography 
and assessed on reconstructions. Clinical examina- 
tion was performed before the procedure, patients' 
discharge from hospital and after 3-month follow-up. 
digital subtraction angiography (DSA) was obtained 
before, after the procedure and then after 3-month 
follow-up which was subsequently analyzed by 
a neurointerventional radiologist and neurosurgeon. 
Xpert-CT was additionally performed in all cases after 
Fred implantation for opening flow diverter evalua- 
tion. All the demographic and clinical characteristics 
of our patients are presented in Table I. In 5 cases 
patients had a history of another previously treated 
ruptured aneurysm. All patients reported headache, 
one had limited field of view and ptosis, and one 
reported facial numbness. No other neurological 
deficits were observed. 

All procedures were performed in 2012, under 
general anaesthesia by one experienced neurointer- 
ventional radiologist. After the puncture of the com- 
mon femoral artery and insertion of a 6 F sheath, 
a bolus of 5000 IU of heparin was administered. Then, 
as an access-guiding catheter Chaperon 6 F (Micro- 
ventiona-Terumo) over guide-wire was positioned 
in the internal carotid artery (ICA) and selective DSA 
was performed. Crossings of the aneurysm neck were 
performed with a delivery microcatheter (Headway 
0.027) and microguidewire (Traxcess 0.014) under 
roadmap guidance. In 4 cases with big aneurysms an 
Echelon 10 (EV3) microcatheter was placed in the 




Photo 1. Fred flow-diverter system demonstrat- 
ing dual working mid-section layer marked with 
radio-opaque helix to provide fluoroscopic visi- 
bility, distal and proximal markers evenly dis- 
persed on its single layer ends 

aneurysm sack to deliver a 3D coil before stent 
deployment. In 1 case with two ICA aneurysms where 
one was previously treated with coils and on 6- 
month follow-up flow inside coils was present. Fred 
was deployed on two aneurysms in this case. The 
central portion of the Fred was placed just at the site 
of the aneurysm neck. In all cases passing and 
deployment were very easy using proximal and distal 
markers of the device, which demonstrated full 
deployment of it. Positioning of the working inner 
stent layer based on helical strands could be possible 
on very good quality fluoroscopy because of the bor- 
der poor visibility between the single and double 
(working) layer of the flow diverter. Then 3D DSA was 
performed in all cases at the end of the procedure to 
demonstrate haemodynamic changes and the final 
result with flow inside the flow diverter. Xpert-CT was 
used to show flow diverter structure and full opening 
(Photos 2 A and B). Acetylsalicylic acid in a dose of 
75 mg/day and clopidogrel in a dose of 75 mg/day, 
respectively, were administered 5 days before the 
planned procedure and continued for 3 months after 
it. Before their discharge, all patients underwent neu- 
rological examinations using the modified Rankin 
score performed by a neurosurgeon. 

Initial technical success of the treatment was 
defined as proper implantation of the device across 
the neck of the aneurysm without any technical 
problems. The clinical success before discharge and 
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Photo 2. Case 2. A-Xpert-CT sagittal reconstruction shows flow diverter structure, position of proximal and 
distal markers as well as radio-opaque helix which demonstrates the working part of the device in relation 
to vessel wall (arrows). B-Xpert-CT coronal reconstruction shows full opening of the device (arrows) 



3 months after was defined as no additional neuro- 
logical changes in comparison to the status before 
the procedure using the modified Rankin score. 

The haemodynamic success after 3 months was 
analyzed by a neurointerventional radiologist and 
neurosurgeon and was based on DSA defined as no 
flow inside the aneurysm sack and neck. 

All 8 aneurysms in 6 patients were successfully 
stented with the Fred flow diverter device. All the 
patients were discharged in generally good condition. 
Initial technical success of the treatment was seen 
in all cases (Photos 3 A-D). The DSA control after 
3 months showed complete occlusion of the aneu- 
rysms in 5 cases, and thrombosis of the Fred in one 
case (Photo 4 A), where the constriction of the distal 
flared ends was present (Photo 4 B) without any oth- 
er abnormalities which could explain the cause. The 
thrombosis occurred without clinical consequences 
because of flow from the other side (Photo 4 C). 
There was excellent clinical success before discharge 
from hospital and 3 months in all cases. No changes 
based on the modified Rankin score scale were 
observed. Only 1 patient reported headache after 
3 months that disappeared after 5 months. One 
patient reported limited field of view and ptosis 
which persisted beyond. Haemodynamic success 
after 3 months occurred in all cases. 

In 1 case haematoma in the groin was present 
without any surgical intervention. There were no ad- 
verse events that led to death or life-threatening 



injury connected with the equipment used or the pro- 
cedure, or that caused permanent body impairment 
or required hospitalization with medical or surgical 
intervention as a result of any given complication. 

Discussion 

Wide-necked, complex or dissecting aneurysms 
are difficult to treat and require stents or new devices 
such as flow diverters to reconstruct the particular 
parent artery [1-17]. Different types of stents are cur- 
rently available to use with the coils to support the 
neck of the aneurysms but some are poorly visual- 
ized, and some allow the coil to protrude into the 
parent artery because of the not fully opposed struc- 
ture of the stent to the side of the artery or too large 
mesh spaces in the stent [17-22]. In some situations 
coil placement is not possible even with the use of 
stents. New devices such as flow diverters can help 
to solve such a situation and offer a different ap- 
proach in treatment of those types of aneurysms. 
Usage of flow diverters is basically limited to unrup- 
tured aneurysms but some endovascular centres 
used them in ruptured cases as well [1-16]. 

The MicroVention (FRED first generation) flow- 
diverter system is a self-expanding nickel titanium, 
single wire braid, and compliant closed-cell design 
compatible with a 0.027-inch Headaway micro- 
catheter (MicroVention). This compliant closed-cell 
device is designed to allow simultaneous deploy- 
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Photo 3. A- Oblique 3D reconstruction of arterial phase angiogram showing two combined internal carotid 
artery aneurysms in the ophthalmic segment (arrows) and flow diverter planning projection (mark x). 
B - Lateral projection of arterial phase angiogram obtained just after 3D coil detechement and flow divert- 
er deployment (arrows). C - Lateral projection of late angiogram phase-contrast stagnation in the 
aneurysms. D - Lateral projection native views flow-diverter proximal and distal markers show fully open 
flow-dive rter system (arrows) 



ment and retrieval by a single operator. The Fred sys- 
tem has dual working mid-section layer coverage 
marked with radio-opaque helix to provide fluoro- 
scopic visibility, distal, and proximal markers on its 
single layer ends. This dual layer coverage is de- 
signed to limit the working layer mainly at the neck 
of the aneurysm and to create a flow diversion 
effect. Fred implantation relies on push and pull 
technique but the whole system can be re-con- 
strained up to 80% of its deployment. The proximal 
and distal flared ends splay apart, showing that the 
proximal and distal ends of the device are open. The 



helical radio-opaque strands also spread into a dou- 
ble helix configuration, with alternating wall opposi- 
tion on fluoroscopy. In all cases we performed Xpert- 
CT and Vaso-CT with a 10% contrast diluted with 
saline which offered CT-like imaging to visualize 
bone, soft tissue, vessel morphology and flow divert- 
er structure with good reconstruction which allow 
one to assess the position of the device in relation to 
the vessel wall. Metal artefact reduction is an 
improved algorithm on Vaso-CT that allows one to 
minimize the artefacts caused by the metal wire 
structure in the flow diverter. 
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In our series Fred demonstrated 100% aneurysm 
occlusion. We had one case of ICA thrombosis, but 
cross-flow from the other side prevented clinical con- 
sequences. In this case constriction of the distal 
flared ends occurred, but it is not clear whether this 
phenomenon might play a role in the thrombosis. No 
deaths occurred during 3-month follow-up. 

The current study presents a small case series of 
patients with a short observation period. It is impos- 
sible to compare the results reliably with previous 
large series. We know from a meta-analysis concern- 
ing flow-diverter implantations based on 29 studies 
and 1451 patients with 1654 aneurysms that morbid- 
ity and mortality rates were 5% and 4%, respectively, 
and safety of flow diversion in small aneurysms was 
superior to that of large aneurysms [16]. The rate of 
post-procedural SAH or intraparenchymal haemor- 
rhage was 3% and 3% [16]. The perforator infarction 
rate was 3% and ischaemic stroke rate was 6% with 
significantly lower infarction among patients with 
anterior circulation [16]. 

In a systematic review of the literature based on 97 
studies with 7172 patients with intracranial unrup- 
tured aneurysms which were treated by endovascular 
technique other than flow diverter 1.8% died but 
unfavourable outcomes were reported in 4.7% [17]. 
Significantly higher risk was associated with liquid 
embolic agents (8.1%) compared to coil embolizations 
(4.9%) [17]. Comparing the data from these two stud- 
ies, we can assume that the risk of the use of a flow 
diverter is similar to the traditional method [16, 17]. 
Potentially favourable results of Fred in our case series 
could be associated with different flow diverter con- 
struction or the use of coils in association with flow 
diverters in cases of big aneurysms. We also had ante- 
rior circulation aneurysms which could have an impact 
on the lower complication rate compared to patients 
with posterior circulation [16]. It was reported and 
advised by Bait Extrusion not to use the Silk flow 
diverter without coils because of potential rupture of 
the aneurysm [7]. Our data cannot be used to com- 
pare the efficacy of the Fred flow-diverter device with 
other flow diverters or different endovascular technol- 
ogy used for aneurysm treatment because of the too 
small group of patients and short follow-up time. 

Conclusions 

Use of the Fred flow-diverter device was effica- 
cious in all 8 treated cerebral aneurysms. The system 




Photo 4. Case 3. A - Lateral projection of arterial 
phase angiogram obtained on 3-month follow- 
up shows occlusion of the left internal carotid 
artery aneurysm (arrows). B - Anterior-posterior 
projection of arterial phase angiogram obtained 
on 3-month follow-up shows cross-flow from 
right internal carotid artery aneurysm. C- Lateral 
projection-native views show pushed to the cen- 
ter distal markers of the flow diverter (arrows) 
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seems to be promising as a flow diverter with certain 
characteristics, which allow for easy delivery and 
implantation. Further clinical evaluation with a larger 
group of patients is needed. 
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